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1.  Introduction 


Calcifications  can  be  divided  into  two  broad  categories.  Type  I  are  composed  of 
weddellite  (calcium  oxalate  dihydrate),  while  type  II  calcifications  all  have  some 
phosphorus  content,  most  typically  calcium  hydroxyapatite.  Type  II  calcifications  are 
known  to  be  associated  with  carcinoma,  while  it  is  generally  accepted  that  the  exclusive 
finding  of  type  I  calcifications  is  indicative  of  benign  lesions. 

We  have  proposed  to  develop  a  technique  that  will  determine  the  composition  of 
calcifications  prior  to  biopsy,  thereby  allowing  one  to  avoid  biopsy  on  Type  I 
calcifications.  We  believe  that  coherent  scatter  imaging  (which  is  similar  to  x-ray 
diffraction  imaging)  may  best  determine  the  chemical  composition  of  calcifications.  In 
this  grant,  we  propose  to  design  a  dedicated  detector  and  optimize  image  acquisition.  We 
will  characterize  the  detector,  and  characterize  specific  raw  materials  to  determine  a  basis 
set  for  compositional  analysis.  We  will  validate  this  design  using  a  clinical  trial  of 
surgical  biopsy  specimens  prior  to  histology.  Finally,  we  propose  to  design  a  larger 
clinical  trial  designed  to  answer  our  main  hypothesis,  that  Type  I  calcifications  are 
exclusively  benign,  and  hence  do  not  require  surgical  resection. 

This  annual  report  presents  our  research  to  date. 
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2.  Body 

2.1.  Statement  of  Work 

* 

The  work  for  this  grant  was  divided  into  six  tasks.  They  are  outlined  as  follows: 

Task  1:  Coherent  Scatter  Detector  Development 

-  Design  and  construct  the  detector 

-  Modify  as  needed  using  data  from  Tasks  2  and  3 

Task  2:  Computer  Modeling  of  Coherent  Scatter 

-  Generate  a  monoenergetic  model  of  the  coherent  scatter  from  the  literature 

-  Combine  to  generate  a  polyenergetic  model  to  study  effect  of  spectrum  on 
scatter 

-  Add  effects  of  pencil  beam  size,  and  finite  object  size  to  study  effect  on 
scatter 

-  Develop  initial  methods  of  separating  data  into  basis  sets 

Add  issues  related  to  SNR  and  dose  to  optimize  detector  design  and  operating 
conditions 

Task  3:  Detector  Characterization 

Characterize  the  detector  in  terms  of  imaging  parameters  linearity,  MTF,  NPS, 
NEQ,  and  DQE 

-  Use  these  data  to  optimize  detector  design 

Task  4:  Phantom  Studies  -  Basis  Set  Determination 

-  Characterize  the  detector  in  terms  of  basis  materials,  including  linearity. 

-  Develop  a  basis  set  of  materials  (calcifications,  adipose,  glandular,  etc.) 
Characterize  the  detector  in  its  ability  to  distinguish  admixtures  of  materials. 

-  Develop  beam  hardening  and  other  corrections  as  needed  to  make  system 
accurately  report  data  that  are  linear  in  terms  of  the  basis  materials. 

Task  5:  Specimen  Study 

-  Recruit  100  patients  scheduled  for  surgery  on  the  basis  of  breast  calcifications 

-  Image  the  surgical  specimens  prior  to  biopsy 

Analyze  data  and  correlate  pathology  results  with  compositional  analysis 

Task  6:  In  Vivo  Imaging  Feasibility  Study  Design 

-  Perform  calculations  on  the  feasibility  of  in  vivo  imaging,  including  dose. 

Use  those  data  derived  in  Task  5  to  estimate  the  statistical  properties  of  this 
test  (e.g.  Type  I  calcification  prevalence,  specificity  and  sensitivity  of 
composition  characterization  ,etc.) 

-  Use  these  data  to  design  larger  multi-center  clinical  trial  to  definitively 
determine  the  correlation  between  Type  I  calcifications  and  benign  disease. 
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2.2.  Administrative  Note 

The  work  in  this  grant  was  supposed  to  commence  on  July  1,  2000.  However,  the  grant 
called  for  the  majority  of  the  work  to  be  completed  by  a  graduate  student.  It  was  our 
intention  to  use  the  stipend  and  tuition  budget  items  to  help  this  graduate  student. 
Unfortunately,  due  to  circumstances  beyond  the  control  of  the  PI,  the  intended  graduate 
program  did  not  begin  in  January  2000,  as  was  originally  expected.  For  much  of  2000 
and  2001,  the  fate  of  the  medical  physics  graduate  program  at  Thomas  Jefferson 
University  was  uncertain.  As  a  result,  we  delayed  the  start  of  the  research,  funded  by  this 
grant,  under  the  belief  that  the  research  would  commence  when  the  graduate  program  was 
approved  and  a  graduate  student  hired.  However,  due  to  continued  delays  in  the  start  of 
the  graduate  program,  we  decided  in  the  early  summer  of  2001  that  we  could  no  longer 
delay  work  on  this  grant.  Under  approval  of  the  DOD,  we  started  of  the  grant  July  1, 
2001.  Since  that  time,  Dr.  Andrew  Maidment  (PI)  and  Dr.  Michael  Albert  (Research 
Associate)  have  worked  on  the  grant. 

2.3.  Imaging  System  Development 

An  imaging  system  has  been  built  for  performing  coherent  scatter  and  small  angle  x-ray 
diffraction.  The  system  is  shown  in  Figure  1.  The  system  consists  of  an  x-ray  tube, 
added  filtration  to  shape  the  x-ray  spectrum,  a  series  of  collimators,  a  sample  stage,  an 
x-ray  image  intensifier  (XRII)  and  a  CCD  camera  (not  shown).  The  x-ray  tube  has  a 
molybdenum  target.  Typically,  the  tube  is  operated  in  conjunction  with  25  pm  or  50  pm 
Niobium  added  filtration.  This  serves  to  eliminate  the  molybdenum  K-P  radiation, 
producing  an  essentially  monochromatic  x-ray  beam  at  the  K-a  line  of  molybdenum 
(17.4  keV).  The  collimators  serve  to  form  a  small  spot  of  radiation  that  is  used  to 
generate  the  scattered  image.  We  have  learned  that  it  is  necessary  to  have  3  collimators 
in  the  beam;  one  to  define  the  x-ray  source  size,  one  to  collimate  the  beam  to  the  sample 
size,  and  one  to  clean  up  small  angle  scatter  from  the  edges  of  the  2"  collimator. 
Currently,  we  are  awaiting  a  set  of  new  collimators  to  be  delivered  from  our  machinist. 
We  will  then  further  pursue  collimator  design  issues.  The  x-ray  image  intensifier  was 
chosen  after  initial  experiments  were  performed  on  a  series  of  test  devices.  The 
intensifier  has  a  4”  open  diameter,  and  high  spatial  resolution.  A  lead  blocker  is  placed 
on  the  front  of  the  image  intensifier  to  prevent  the  primary  x-ray  beam  from  striking  the 
XRII.  The  current  x-ray  generator/x-ray  tube  combination  allows  exposures  of  up  to  450 
mAs  (75  mA  at  6  seconds).  Greater  counting  statistics  can  be  obtained  but  averaging 
multiple  images. 
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Figure  1 :  Picture  of  the  imaging  system  (above).  The  system  consists  of  an  x-ray  source, 
collimators,  a  sample  holder,  and  an  x-ray  image  intensifier  (XRII)  and  CCD  camera. 

The  imaging  system  is  shown  in  schematic  below.  The  x-ray  beam  is  filtered  (M)  and 
collimated  (S  1,82,83)  before  being  incident  on  the  sample  (X).  The  diffracted  beam  forms 
rings  on  the  detector  (F). 
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2.4.  Imaging  System  calibration 

Experiments  have  been  performed  to  map  the  spatial  domain  of  the  images  into 
diffraction  angle  (20,  Figure  1  bottom).  Diffraction  patterns  are  obtained  with  an  x-ray 
beam  from  a  molybdenum  target  x-ray  tube  operated  at  35  kVp  with  50  pm  niobium 
filtration  to  obtain  the  K-a  line.  A  pinhole  collimator  is  situation  25  cm  from  the  x-ray 
focus.  A  second  lead  sheet,  containing  an  aperture  aligned  with  the  pinhole  and  the  x-ray 
source,  is  placed  19  cm  downstream  from  the  pinhole  to  remove  scatter  from  the  pinhole 
itself.  The  material  being  investigated  is  placed  an  additional  17  cm  downstream  from 
the  lead  aperture.  The  active  surface  of  the  image  intensifier  is  10  cm  from  the  sample 
being  investigated.  A  small  lead  cylinder  is  placed  on  the  face  of  the  image  intensifier  to 
block  the  primary  beam.  The  output  of  the  image  intensifier  is  recorded  with  a  CCD 
camera  using  a  75  mm  -  50  mm  relay  lens  pair.  Images  were  acquired  by  running  the 
tube  at  35kVp,  75mAs,  for  either  one  or  three  6-second  intervals.  When  multiple  images 
were  acquired,  the  resultant  images  were  averaged. 

Background  intensity  was  measured  without  any  material  in  the  beam  (see  Figure  2, 
Background).  This  was  used  for  subtraction  from  data  acquired  with  materials  in  place. 
All  acquired  data  were  then  plotted  as  a  function  of  distance  on  the  image  intensifier  (in 
terms  of  pixels)  away  from  the  position  of  the  primary  beam,  as  determined  without  the 
beam  stop.  Using  these  plots,  the  background  was  scaled  appropriately  and  then 
subtracted  from  the  data  for  each  of  the  materials. 

The  known  positions  (described  below)  of  the  first  rhodium  diffraction  peaks  were  used 
to  estimate  the  geometric  factors  need  to  scale  distances  in  pixels  into  degrees  (See 
Figure  2,  Rhodium).  The  graphs  (an  example  is  given  in  Figure  3)  indicate  that  some 
effort  is  required  to  compensate  for  geometric  distortions,  presumably  due  to  the  curved 
surface  of  the  image  intensifier  and  distortions  related  to  the  electron  optics. 

The  diffraction  spectra  of  all  of  the  materials  investigated  to  date  where  calculated  using 
Fhkl  (Version  1.2  -  1994;  http ://www.lmcn .i ussieu. fr/ sincris/logiciel/Fhkl/) .  As  input, 
we  have  being  using  data  from  “webelements”  (http : //www . webmineral  .com/) ,  the 
"MINCRYST"  database  (,httD://database.iem.ac.ru/mincrvsf)  and  the  AMS  database 
(http://www.geo.arizona.edu/AMS).  These  spectra  were  used  to  calibrate  the  imaging 
system  using  rhodium  and  molybdenum,  and  were  used  to  assess  this  calibration  using 
hydroxyapatite,  whewellite  and  weddellite  (2  forms  of  calcium  oxalate). 
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Background  Rhodium 


Hydroxyapatite  Whewellite 

Figure  2:  Images  obtained  with  the  imaging  system  shown  in  Figure  1.  The  upper  left 
image  is  of  the  detector  in  the  absence  of  a  diffracting  material  (labeled  background). 
The  rhodium  image  is  of  a  simple  rhodium  foil.  This  material  is  used  to  calibrate  the 
camera  in  terms  of  angle,  and  the  results  are  plotted  in  Figure  3.  The  images  labeled 
hydroxyapatite  and  whewellite  correspond  to  samples  prepared  in  the  lab,  and  are  plotted 
in  Figures  4  and  5  respectively. 
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Figure  3:  The  diffraction  spectra  of  Rhodium  as  measured  experimentally.  For 
comparison,  the  calculated  spectra  are  also  shown. 

2.5.  Calcification  Investigations 

We  have  tested  the  imaging  system  using  three  types  of  calcium  crystals.  Two  of  the 
materials,  hydroxyapatite  and  whewellite,  were  obtained  commercially.  Weddellite  was 
not  commercially  available;  therefore,  we  chemically  prepared  our  own  weddellite. 

We  followed  two  papers  on  producing  weddellite.1,2  Precipitation  is  performed  in 
distilled  water  at  a  pH  of  10.  The  pH  set  using  a  0.01N  NaOH  solution.  All  chemicals 
are  reagent  grade.  1 .2  liters  of  the  CaCl2  solution  is  prepared  at  approximately  0.4  molar. 
To  this  is  added  10  grams  of  Na2C204  dissolved  in  approximately  350  ml  of  water,  again 
at  pH  10.  The  sodium  oxalate  solution  is  added  to  the  calcium  chloride  solution 
dropwise.  The  resulting  calcium  oxalate  precipitates  in  very  fine  particles  that  require 
about  a  day  to  precipitate.  We  then  remove  the  supernatant  liquid,  and  wash  the  crystals 
by  resuspending  them  several  times  in  distilled  water. 

The  results  of  diffraction  imaging  the  three  calcium  materials  (calcium  hydroxyapatite, 
whewellite  and  weddellite)  are  shown  in  Figures  4-6,  respectively.  The  measured  spectra 
show  excellent  agreement  with  theoretically  predicted  values.  As  can  be  seen  by 
comparing  the  spectra  of  the  three  materials,  each  can  be  distinguished  from  the  other 
based  upon  the  diffraction  spectra.  This  is  the  single  most  important  finding  we  have  had 
to  date,  as  this  means  that  it  is  likely  that  we  will  be  able  to  distinguish  breast 
calcifications  based  upon  their  composition  using  x-ray  diffraction. 
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3.  Key  Research  Accomplishments: 

Since  July  1,  2001,  we  assembled  a  working  x-ray  diffraction  imaging  system  using  the 
monochromatic-forward  technique.  We  have  begun  to  optimize  the  design  of  the  system, 
including  the  detector,  collimators  and  beam  stop.  We  have  characterized  the  detector 
using  known  materials,  and  have  begun  to  experimentally  measure  the  diffraction  spectra 
of  calcifications,  and  compared  them  to  calculated  values  with  considerable  agreement. 

4.  Reportable  Outcomes: 

None  to  date. 

5.  Conclusions: 

At  the  conclusion  of  this,  the  first,  year  of  experiments,  we  have  successfully  been  able  to 
measure  diffraction  spectra  of  calcified  materials,  and  have  shown  that  the  diffraction 
spectra  of  calcium  hydroxyapatite,  whewellite  and  weddellite  are  sufficiently  different  to 
allow  discrimination  of  the  materials  by  diffraction. 
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